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Abstract. The ozonesonde stations at Uccle (Belgium) and
De Bilt (the Netherlands) are separated by only 175 km but
use different ozonesonde types (or different manufacturers
for the same electrochemical concentration cell (ECC) type),
operating procedures, and correction strategies. As such,
these stations form a unique test bed for the Ozonesonde
Data Quality Assessment (O3S-DQA) activity, which aims
at providing a revised, homogeneous, consistent dataset with
an altitude-dependent estimated uncertainty for each revised
profile. For the ECC ozonesondes at Uccle mean relative un-
certainties in the 4–6 % range are obtained. To study the im-
pact of the corrections on the ozone profiles and trends, we
compared the Uccle and De Bilt average ozone profiles and
vertical ozone trends, calculated from the operational correc-
tions at both stations and the O3S-DQA corrected profiles.
In the common ECC 1997–2014 period, the O3S-DQA
corrections effectively reduce the differences between the
Uccle and De Bilt ozone partial pressure values with re-
spect to the operational corrections only for the stratospheric
layers below the ozone maximum. The upper-stratospheric
ozone measurements at both sites are substantially different,
regardless of the correction methodology used. The origin of
this difference is not clear. The discrepancies in the tropo-
spheric ozone concentrations between both sites can be as-
cribed to the problematic background measurement and cor-
rection at De Bilt, especially in the period before November
1998. The Uccle operational correction method, applicable
to both ozonesonde types used, diminishes the relative strato-
spheric ozone differences of the Brewer–Mast sondes in the
1993–1996 period with De Bilt to less than 5 % and to less
than 6 % in the free troposphere for the De Bilt operational
corrections.
Despite their large impact on the average ozone profiles,
the different (sensible) correction strategies do not change
the ozone trends significantly, usually only within their sta-
tistical uncertainty due to atmospheric noise. The O3S-DQA
corrections bring the Uccle and De Bilt ozone trend esti-
mates for 1997–2014 closer to each other in the lower strato-
sphere and lower troposphere. Throughout the whole verti-
cal profile, these trend estimates are, however, not signif-
icantly different from each other, and only in the tropo-
sphere significantly positive. For the entire Uccle observa-
tion period (1969–2014), the operational corrections lead
to height-independent and consistent ozone trends for both
the troposphere and the stratosphere, with rates of + 2 to
+3 %decade−1 and −1 to −2 %decade−1, respectively.
1 Introduction
Although it is a minor constituent, ozone is present through-
out the whole lower atmosphere. Depending on the loca-
tion in the atmosphere, the molecule is involved in different
chemical reactions and therefore has a different impact on
life on Earth. For instance, ozone absorbs both infrared and
ultraviolet (UV) radiation, but the former reaction is more
dominant in the tropopause region, where ozone acts as a
greenhouse gas with an estimated globally averaged radiative
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Figure 1. Time series of monthly means of integrated ozone amounts in Dobson units (DU) above Uccle (black) and De Bilt (green)
for different parts in the atmosphere: (a) stratosphere (h > tropopause height), (b) free troposphere (3 km< h < tropopause height), and
(c) boundary layer (0–3 km).
forcing of 0.40± 0.20 Wm−2 (IPCC, 2013). In contrast, the
higher ozone amounts in the stratosphere effectively block
the harming solar UV radiation and act as a UV-filter for the
living beings on earth. At the surface, ozone is an air pollu-
tant that adversely impacts human health, natural vegetation,
and crop yield and quality (e.g. Cooper et al., 2014).
Since ozone at different (vertical) atmospheric layers is
formed and destroyed by different photochemical reactions –
and with precursor emissions from both natural and anthro-
pogenic sources – the time variability of the ozone abundance
(on seasonal, interannual, and decadal timescales) highly de-
pends on the location (height) of ozone molecules in the at-
mosphere. This is illustrated in Fig. 1, in which stratospheric,
tropospheric, and boundary layer ozone monthly means are
shown for the period 1969–2014 for the Uccle (Brussels,
Belgium) station and for the period 1993–2014 for De Bilt
(the Netherlands). The significant decrease of stratospheric
ozone in Uccle over the 1969–2014 period (see also Fig. 10)
can be ascribed to the growth of the man-made emissions
of ozone-depleting substances (ODSs; chlorofluorocarbon is
a typical example) until the late 1980s. Thanks to the reg-
ulation of these ODSs in the Montreal Protocol (1987), the
stratospheric ozone concentrations stopped decreasing dur-
ing the late 1990s and should recover in the next decades
(Newman et al., 2009; WMO, 2014). Tropospheric and es-
pecially boundary layer ozone concentrations increased sig-
nificantly since 1969; see Fig. 10. This increase is caused by
growing emissions of, for example, nitrogen oxides (NOx),
methane, carbon monoxide and hydrocarbons particularly in
the first (2) decades (e.g. Logan et al., 2012). Thereafter, a
levelling off of the ozone amounts took place due to declin-
ing anthropogenic ozone precursor emissions (e.g. Cooper
et al., 2014).
The observations used in Fig. 1 to construct the inte-
grated ozone amount time series are gathered with ozoneson-
des, lightweight instruments attached to weather balloons
and electronically coupled with a standard meteorologi-
cal radiosonde for data transmission to a ground receiver.
Ozonesondes provide the vertical distribution of ozone at
very high vertical resolution (typically a few 100 m), up to
altitudes in the range of 30–35 km. They have been launched
worldwide for already more than half a century and therefore
constitute the most important data source to derive long-term
ozone trends with sufficient vertical resolution up to about
20 km (SPARC-IOC-GAW, 1998). A major concern for any
research with ozonesonde measurements is the data homo-
geneity and consistency because every profile is obtained
with a unique instrument and different types of ozoneson-
des exist. Consequently, every ozonesonde needs to be pre-
pared and checked thoroughly prior to launch. To have con-
sistency between different ozonesonde stations, it is essen-
tial to have agreement on procedures for preparation as well
as agreement on procedures for data processing and analysis
(Smit and the Panel for ASOPOS, 2011). Therefore, within
Atmos. Meas. Tech., 9, 3793–3816, 2016 www.atmos-meas-tech.net/9/3793/2016/
R. Van Malderen et al.: Ozonesonde comparisons at Uccle and De Bilt 3795
the SI2N Initiative1 on “Past Changes in the Vertical Distri-
bution of Ozone” (Harris et al., 2011), the Ozonesonde Data
Quality Assessment (O3S-DQA) has been initiated with the
aim to provide a revised, homogeneous dataset with correc-
tions applied for biases related to instrumental changes (such
as sonde type or electrolyte solution) in those cases where
comparisons or laboratory experiments provide strong evi-
dence for such corrections (Harris et al., 2012). This exercise
should result in an improved ozonesonde record with a re-
duced uncertainty (from 10–20 % down to 5–10 %), giving
more solid information about the atmospheric changes that
have occurred, as well as a better dataset for comparison with
satellite measurements. The Canadian ozonesonde record has
recently been re-evaluated regarding the O3S-DQA princi-
ples and the results are presented in Tarasick et al. (2016).
In this paper, for the two nearby sites Uccle (Belgium)
and De Bilt (the Netherlands), ozonesonde data processed by
the principles of O3S-DQA are presented for the first time.
However, both stations also developed their own data correc-
tion algorithms. Both sites are separated only 175 km from
each other. The typical horizontal ozone correlation length
is about 500 km in the troposphere (Liu et al., 2013) and
1500 km in the stratosphere (Liu et al., 2009). Timescales
of autocorrelation vary between about 1.5 and 3.5 days in
the troposphere and between 2 and 6 days in the strato-
sphere (Liu et al., 2009). Therefore, Uccle and De Bilt have
a similar vertical distribution of ozone (see Van Malderen
et al., 2014, and Fig. 1), with similar average annual cycles
for especially stratospheric and free tropospheric ozone (see
Fig. 2), although geophysical differences between the two
sites cannot completely ruled out. As a consequence, these
data should enable us to investigate the impact of differ-
ent correction strategies on the vertical ozone profiles and
the derived trends. This research is a follow-up study of
Van Malderen et al. (2014), in which the comparison of the
ozonesonde data of both stations was used to identify the ori-
gin of anomalous high tropospheric ozone in the Uccle data
during a 2.5-year period (beginning of 2007 to mid-2009).
Moreover, this study is an update of De Backer et al. (1996),
who already reported on differences between profiles ob-
tained at Uccle and De Bilt with different types of ozoneson-
des in the early years of the De Bilt time series.
This paper is organised as follows: in the next section, we
will describe the data, pre-flight preparations, and post-flight
data processing at the two sites. An uncertainty assessment of
the ozone profile data is also provided. In Sect. 3 we assess
the impact of these different post-flight data processing steps
1This is a joint initiative under the auspices of SPARC
(Stratosphere–troposphere Processes And their Role in Climate),
the International Ozone Commission (IO3C), the ozone focus
area of the Integrated Global Atmospheric Chemistry Observations
(IGACO-O3) programme, and the Network for Detection of Atmo-
spheric Composition Change (NDACC). For simplicity, an acronym
of acronyms, SI2N, was adopted.
and methods on the average profiles of both sites. For differ-
ent time periods, the vertical trends at Uccle and De Bilt are
calculated and compared. The impact of the data handling
procedures on these trends is analysed in Sect. 4. The last
Sect. 5 presents the conclusions of our study.
2 Data
Since the 1960s, three main types of electrochemical
ozonesondes are in use: the Brewer–Mast (BM, Brewer and
Milford, 1960), the electrochemical concentration cell (ECC;
Komhyr, 1969), and the Japanese carbon iodine cell (KC;
Kobayashi and Toyama, 1966). At present, most sites use
ECC sondes. ECC sondes are manufactured either by Sci-
ence Pump Corporation (SPC; model types 5A and 6A), or,
since the early nineties, by the Environmental Science Cor-
poration (ENSCI; model type Z). In 2011 ENSCI was taken
over by Droplet Measurement Technologies (DMT). These
two types of ECC sondes only have minor differences in
construction and differences in recommended sensing solu-
tion strength (SST) and of its phosphate buffer (Smit et al.,
2007; Deshler et al., 2008). For the BM and the ECC son-
des, the principle of operation is based on the chemical titra-
tion of O3 in a potassium iodide (KI) sensing solution. For
each molecule of O3 entering the solution in the cell with the
help of a very stable miniature piston pump, two iodide ions
(I−) are oxidised to form iodine (I2), which is subsequently
reduced back to I− at the electrodes, generating an electric
current of two electrons. This current can directly be related
to the number of moles of ozone, sampled per second and
cubic centimetres, by the formula (Smit and the Panel for
ASOPOS, 2011)
nO3 =
(IM− IB)
(ηc · 2 ·F ·8p) , (1)
where IM and IB are the measured electric cell current and
background current (both in µA), respectively, ηc is the
conversion efficiency, F is Faraday’s constant (= 9.6487×
104 C mole−1), and 8p is the pump flow rate in cm3 s−1.
The conversion efficiency is determined by the absorption
efficiency αO3 of O3 into the sensing solution and the stoi-
chiometry SO3/I2 of the conversion of O3 into I2. The factor
2 in the denominator points to the number of electrons pro-
duced in the sensor cell per ozone molecule. The pump flow
rate 8p and the background current IB are measured prior
to launch. By applying the ideal gas law the corresponding
partial pressure of ozone can be expressed as
PO3 = nO3 ·R · Tp = 0.043085 ·
Tp
(ηc ·8p) · (IM− IB) (2)
where Tp is the measured pump temperature (K) and R is the
universal gas constant (= 8.314 JK−1 mole−1).
Uncertainties may change during flight as the pump effi-
ciency degrades with increasing altitude or due to inaccurate
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Figure 2. The average annual cycle for the period 1993-2014 of integrated ozone amounts above Uccle (black) and De Bilt (green) for differ-
ent parts in the atmosphere: (a) stratosphere (h > tropopause height), (b) free troposphere (3 km< h < tropopause height), and (c) boundary
layer (0–3 km). Vertical error bars denote the 1 σ standard deviations around the monthly mean, calculated from the integrated ozone amounts
of all individual ozone profiles.
pump temperature measurements or the presence of a back-
ground current that is subtracted from the measured current
(Staufer et al., 2014, and references therein). Within the O3S-
DQA initiative, an uncertainty analysis has been developed
and the overall relative uncertainty of PO3 is expressed as a
composite of the contributions of the individual uncertainties
of the different listed instrumental parameters above (Smit
and the Panel for ASOPOS, 2011):
1PO3
PO3
= (3)√
(1IM)
2+ (1IB)2
(IM− IB)2 +
(
1ηc
ηc
)2
+
(
18p
8p
)2
+
(
1Tp
Tp
)2
.
As some of the contributions depend on the air pressure,
the overall uncertainty of the ozone measurement is a func-
tion of pressure or altitude. The O3S-DQA initiative there-
fore provides this uncertainty estimate for each ozone mea-
surement of the vertical profile. It should be noted that this
uncertainty estimation does not take into account the un-
certainty due to the time lag of the response of the IM, Tp
and even IB measurements. However, for trends, this effect
is of minor importance since these time lags do not change
much over time. For the ECC ozonesondes at Uccle, the av-
erage profiles of the relative uncertainties and the contribu-
tions from the individual uncertainties of the different instru-
mental parameters as defined in Eq. (3) are shown in Fig. 3.
At Uccle, the overall uncertainty in the stratosphere is be-
tween 4 and 5 %, while in the troposphere it varies between
5 and 6 %. Overall, the conversion efficiency is the predomi-
nant uncertainty at Uccle (≈ 3.6 % or the square root of the
sum of the squares of the relative uncertainties of the absorp-
tion efficiency αO3 and the stoichiometry SO3/I2 , which are,
respectively, 0.02 and 0.03,; see Smit et al., 2012), and the
background current (BGC) has the largest influence on the
overall uncertainty at the lowest O3 concentrations in the up-
per troposphere. Unfortunately, the physicochemical origin
of the BGC is not well understood and further research is re-
quired to better understand its origin and its appropriate mea-
surement and treatment (Smit et al., 2007; Vömel and Diaz,
2010; Smit and the Panel for ASOPOS, 2011). The pump
efficiency uncertainty contributes significantly to the overall
uncertainty at altitudes starting from the ozone maximum,
which, in altitudes relative to the tropopause, is in Uccle, lo-
cated around 10–15 km (Fig. 3). The average altitude of the
tropopause at Uccle is about 11 km.
The relative uncertainties of BM sondes are even harder
to estimate, and the accuracy limitations appear to come
from manufacturing aspects (material used, specifications,
provider, etc.) as well as from details of the preparation pro-
cedures (Stübi et al., 2008). Therefore, the results from pre-
vious comparisons of BM sondes with other types of sondes,
either on dual flights or in the laboratory, or with other in-
strument types are not consistent (Smit and Kley, 1998; Stübi
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Figure 3. Relative uncertainty of the ozone partial pressure and the contributions from the individual uncertainties of the different instrumen-
tal parameters like measured cell current IM, background current IB, conversion efficiency ηc, pump flow rate 8p, and pump temperature
TP as a function of altitude relative to the tropopause. These vertical profiles are the average profiles of these uncertainties, calculated for
all ECC O3 profiles at Uccle. The black dashed line is the mean O3 profile at Uccle, in units of mPa (see upper scale), for the same period
(1997–2014). This figure has been adapted from Fig. 3-1 in Smit and the Panel for ASOPOS (2011) for the Uccle case.
et al., 2008). The performance of the BM sondes in the tropo-
sphere is even more problematic than in the stratosphere, and
the quality of tropospheric data from earlier European BM
sondes has been questioned by Schnadt Poberaj et al. (2009)
and Logan et al. (2012). The BM sondes flown operationally
at Hohenpeissenberg, Payerne, and Uccle from 1994 to 1997
overestimate O3 by up to 25 % in the upper troposphere com-
pared to the MOZAIC aircraft measurements (Staufer et al.,
2014).
2.1 Metadata
The ozonesonde stations of Uccle (50◦48′ N, 4◦21′ E;
100 m a.s.l.) and De Bilt (52◦10′ N, 5◦18′ E; 4 m a.s.l.) are lo-
cated only about 175 km from each other, in urbanised envi-
ronments. Uccle is in the southern, residential area of Brus-
sels (about 1 million inhabitants). It is classified as a subur-
ban station, according to European standards (2008/50/EC,
2008). De Bilt is to the east of Utrecht (about 300 000 in-
habitants) and about 50 km to the south of Amsterdam, the
capital of the Netherlands. The ozonesonde program in Uc-
cle started in January 1969 and makes up, together with Pay-
erne and Hohenpeissenberg, the three longest time series in
Europe. In the 1980s there were some minor interruptions.
The launch frequency is three times a week (on Monday,
Wednesday, and Friday). The De Bilt ozonesonde time series
dates back to November 1992, and measurements are made
weekly, preferentially on Thursday (or Tuesday, but not on
the same day as Uccle).
In Table 1, an overview of the ozonesonde properties of
both stations is given. At Uccle, two types of ozoneson-
des have been used: in April 1997, the BM sondes were
operationally replaced with Model-Z ENSCI ECC sondes.
However, during the period October 1996–December 1997,
both types were launched interchangeably, either on double
soundings (34 pairs; see De Backer et al., 1998a) or indi-
vidually. The De Bilt time series is built up with a single
ozonesonde type, SPC ECC, hereby two model types have
been used during the record: SPC 5A and 6A. The latter is in
use since 24 July 1997, but with an interception of more than
1 year (30 September 1999–1 March 2001), when the SPC
5A has been launched again. Both stations used the same ra-
diosonde types during their overlap period (Vaisala’s RS80
and RS92), but the switch was made at different dates; see
Table 1. Before 1990, VIZ radiosondes were launched at Uc-
cle. Although both ozonesonde stations used different ECC
ozonesonde types, they both consistently stuck to the manu-
facturer’s recommended SSTs, 0.5 % and 1 % KI for ENSCI
Z (Uccle) and SPC (De Bilt), respectively. Therefore, the re-
sponse of both ozonesondes should be very similar, as as-
sessed in an environmental simulation chamber (Smit et al.,
2007) and on a balloon experiment (Deshler et al., 2008). It
should, however, be noted that the amount of the sensing so-
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Table 1. Overview of the properties of the ozonesonde measurements at Uccle and De Bilt. This table is adapted from Van Malderen et al.
(2014).
Uccle De Bilt
Coordinates 50◦48′ N, 4◦21′ E; 100 m a.s.l. 52◦10′ N, 5◦18′ E; 4 m a.s.l.
First launch Jan 1969 Nov 1992
Average frequency 3 week−1 1 week−1
Sonde type Brewer–Mast SPC ECC 5A
ENSCI ECC Z SPC ECC 6A
Switch date 1 Apr 1997 24 Jul 1997/1 Mar 2001∗
RS type VIZ/RS80/RS92 RS80/RS92
Switch dates Jan 1990/Sept 2007 Nov 2005
ECC SST 0.5 1.0
Solution amount 3.0 cc 2.5 cc
3.0 cc (from 23 Nov 1994)
Location Tp sensor in the box (from 1 Jan 1990) in the box
in the pump (since Dec 1998) in the pump (from 19 Nov 1998)
IB measurement in laboratory in laboratory/at launch field
before exposure to O3 after exposure to O3
∗ The SPC ECC 6A is in use in De Bilt since 24 July 1997 but with an interception of more than 1 year (30 September
1999–1 March 2001) when the SPC ECC 5A was launched again.
lution at De Bilt changed from 2.5 to 3.0 cc on 23 November,
1994.
The largest difference in the operating procedures between
the Uccle and De Bilt stations (see also Table 1) is the mea-
surement of the BGC. At Uccle, this value is measured in the
laboratory before exposure to ozone. In De Bilt, IB is mea-
sured after exposure to ozone and the value is kept small by
changing (refreshing) the chemical solutions in the cell sev-
eral times. The measurement, through the radiosonde system,
takes places in the laboratory and/or at the launch field dur-
ing the inflation of the balloon, typically a couple of hours
after the ozonesonde preparation.
2.2 Data correction methods
The sonde data are processed according to Eq. (2), but de-
sign changes (e.g. the presence and location of the pump
temperature sensor), differences in pre-flight operating pro-
cedures, and evolving guidelines following intercomparison
campaigns led to wide variety of post-processing algorithms
applied in the ozonesonde network. For instance, the back-
ground current is measured at different times during pre-
flight preparation, e.g. before or after the sonde is exposed
to a sampling flow with about 100 ppbv. This BGC can be
assumed constant during the flight, equal to 0 for BM son-
des, or, alternatively, a pressure-dependent BGC correction
can be used2, assuming a small oxygen dependence with a
gradual decline that is proportional to decreasing pressure
and is negligible in the upper troposphere and stratosphere
(Komhyr, 1986). In this latter case, the BGC is assumed to
be caused by a small interference of oxygen reacting with
KI in the cathode and therefore generating a small additional
current (Smit et al., 2007).
Furthermore, it has been observed that at reduced air pres-
sure, the pump flow rate 8p in Eq. (2) declines due to pump
leakage, dead volume in the piston of the pump, and the back
pressure exerted on the pump by the cathode cell solution
(Komhyr, 1967; Steinbrecht et al., 1998). This decrease in
pump efficiency is corrected by multiplying the pump flow
rate in Eq. (2) with a pump correction factor CPF as func-
tion of air pressure, based on laboratory measurements of the
pump efficiency at reduced pressures (Smit et al., 2007). The
different pump efficiency correction profiles CPF used world-
wide for the BM and ECC sondes are, for example, shown in
Fig. 2 of Stübi et al. (2008). They all smoothly increase with
2A pressure-dependent background current typically has the
form IB = IB0× PP0 , where IB0 is the background current measured
during pre-flight preparations at surface pressure P0 (Smit and the
Panel for ASOPOS, 2011). The Vaisala manual however proposes
a second order correction for the SPC ECC sensor: IB = IB0 ×
A0+A1×P+A2×P 2
A0+A1×P0+A2×P 20
, with A0 = 0.00122504, A1 = 0.0001241115,
and A2 =−2.687066× 10−8
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Table 2. Overview of the most important properties of the different correction strategies applied at Uccle and De Bilt. More details can be
found in the text and in Smit et al. (2012) for the O3S-DQA corrections.
Uccle De Bilt
Operational (PRESTO) O3S-DQA Operational O3S-DQA
(only ECC)
ηC correction no (= 1) no (= 1) no (= 1) yes, for 2.5 cc
solution
8p efficiency correction T , p dependent p dependent p dependent p-dependent
see Eqs. (4) and (6) humidification
effect corr.
Correction profiles CPF measured in-house Komhyr et al. (1995) Komhyr (1986) Komhyr (1986)
De Backer et al. (1998b) Komhyr et al. (1995)
(from Nov 1998)
Tp value used (estimated/measured) TBox (BM) measured TBox/Tp measured TBox/Tp measured TBox/Tp
measured TBox/Tp (ECC)
Corrections TBox −→ Tp TBox −→ Tp
Tp −→ “truest” Tp Tp −→ “truest” Tp
IB used IB = 0 or negative (BM) before O3 exposure after O3 exposure after O3 exposure
before O3 exposure (ECC) see Fig. 4 see Fig. 4
IB subtraction constant constant pressure-dependent constant
constant
(from 5 Nov 1998)
Total O3 normalisation yes, pressure dependent no no no
SO2 correction yes (BM)/no (ECC) no no no
Altitude correction yes (BM:VIZ RS)/no (ECC) no no no
decreasing pressure and predominantly affect the upper part
of the ozone profile.
Another common practise is the normalisation (linear scal-
ing) of the ozonesonde profiles to an independently de-
termined total ozone amount (measured by e.g. a Brewer
or Dobson spectrophotometer). This is in particular impor-
tant for BM sondes, because they have a typical response
equivalent to about 80–90 % of the actual ozone amount
(SPARC-IOC-GAW, 1998). Therefore, the partial ozone col-
umn above the balloon burst altitude has to be estimated, ei-
ther by the assumption of a constant mixing ratio or by apply-
ing satellite climatologies (e.g. McPeters and Labow, 2012).
2.2.1 O3S-DQA corrections
From the discussion in the previous paragraphs, it is obvious
that there is a need for a standardisation of the operating pro-
cedures and a homogenisation of the ozonesonde time series
(not only between different stations but also for a given sta-
tion), which is the aim of the already mentioned O3S-DQA
activity. This activity is, however, restricted to ECC sondes
only, not for BM sondes. Consequently, for Uccle, the time
series of ozonesonde measurements homogenised according
to the O3S-DQA principles, starts with the introduction of
ECC sondes in 1997.
The rationale, recommendations, and guidelines of the
O3S-DQA activity are described in Smit et al. (2012). We
here shortly give an overview of the proposed corrections for
Uccle and De Bilt, also summarised in Table 2. The main fo-
cus of O3S-DQA is on the development and application of
transfer functions to convert either 1.0 % KI concentration
measurements to 0.5 % KI SST, or ENSCI measurements to
SPC measurements, or vice versa, so that all ozonesonde data
can be traced back to one of the two standards, SPC 1.0 %
or ENSCI 0.5 %. As the ECC data of De Bilt and Uccle,
respectively, are measured with those standards, there is no
need of applying a transfer function because the ratio is 1.0
to within 1.0 %. However, during the first 2 years of oper-
ation, the ozone sensors at De Bilt have been charged with
only 2.5 cm3 of cathode sensing solution. In this case, only
∼ 96 % of the ozone is captured by the sensing solution at
1000 hPa ground pressure, but this deficit vanishes rapidly
with decreasing pressures (Davies et al., 2003). Therefore,
for these data, the absorption efficiency αO3 (a component of
the conversion efficiency ηc) is not longer equal to 1 and is
processed by a pressure-dependent expression for pressures
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Figure 4. Time series of background current values measured after exposure to ozone at De Bilt. The vertical lines denote the periods from
which the upper limits for the BGC (horizontal lines, same colour coding) were imposed. For more details, see the text.
above 100 hPa, so that it equals 0.96 for 1000 hPa and 1.00
for 100 hPa.
For the O3S-DQA correction, both Uccle and De Bilt sta-
tions subtracted the BGC measured prior to launch from the
measured electrical currents, i.e. the BGC is kept constant.
Since at Uccle the recommended BGC measurement after
ozone exposure is only recently available, the value recorded
before ozone exposure is used. The average measured back-
ground current value is 0.018 µA (around 0.075 mPa or
1.5 ppbv or 2.5 % of tropospheric ozone). The BGC after
ozone exposure is higher than the one measured before ozone
exposure, but it never exceeds 0.1 µA (around 0.37 mPa or
3.75 to 18.5 ppbv or 7–17 % of tropospheric ozone) at Uccle
because this is the established upper limit for accepting the
ozonesonde for launch. In De Bilt, to reduce the IB, the fol-
lowing strategy has been adopted: after exposure to ozone,
the chemicals in the cell were changed (refreshed) as many
times as necessary to get the IB to a small value (< 0.2 µA
from 1998 onwards, < 0.1 µA from 2003; see Fig. 4). The
value for the BGC that is actually used for the correction is
measured through the radiosonde system, at the end of the
calibration procedure. This is typically 1 or 2 h after the rest
of the procedure to condition and calibrate the ozone sen-
sor. Normally the IB has gone down significantly in this pe-
riod. Before 1998, this value was measured in the laboratory,
immediately after the calibration of the radiosonde. From
November 2005 onwards the IB was measured at the launch
field during the inflation of the balloon. Between 1998 and
2005 the IB was measured both in the lab and on the field;
see Fig. 4. The value that is used for correcting the ozone pro-
file changed in 2003 from “lab” to “field”. The “field” values
are typically lower than the “lab” values. Although the con-
stant BGC subtraction with the measured values shown in
Fig. 4 has been applied for the O3S-DQA correction in this
paper, this remains questionable for the De Bilt record, as the
measured BGCs are too high in the early years. As a matter
of fact, the O3S-DQA guidelines would recommend to use
a climatological value of 0.045± 0.03 µA for the BGC after
exposure of ozone instead. So, on this point, these O3S-DQA
guidelines were not followed for the De Bilt O3S-DQA cor-
rection applied here.
The ECC sondes now used in Uccle and De Bilt are
equipped with a thermistor, mounted in a hole drilled in the
pump body, to measure the pump temperature Tp. However,
the pump temperature needed in Eq. (2) is the actual tempera-
ture inside the cylindrical housing of the moving piston of the
pump, which is about 1–3 K smaller than the measured Tp,
depending on the pressure (Smit et al., 2012). Within O3S-
DQA, a correction (with an uncertainty of about ±0.5 K) is
proposed, based on simulation chamber measurements. For
the periods during which the thermistor was located only in
the box (and not in the pump) at Uccle and De Bilt (see Ta-
ble 1), an additional pressure-dependent correction is applied
(Eq. 9 in Smit and the Panel for ASOPOS, 2011), because the
frictional heating of the moving piston of the pump gives an
internal temperature within the pump base that is higher than
the external pump temperature. Measurements in the simu-
lation chamber pointed out that the differences between both
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temperatures were between 0.5 and 2 K at ground pressure
but increased to a maximum in the range 7–10 K at 50 hPa
and then slightly decreasing towards lower pressures (Smit
et al., 2007).
In Uccle, the pump flow rate is measured in the labora-
tory with a Brooks volume calibrator with a mercury ring. In
De Bilt, a bubble flow metre is used for this measurement.
However, this latter technique is susceptible to an offset due
to the evaporation of water from the detector cell, which is
positioned between the pump and the bubble flow metre: this
is called the “humidification effect”. The proposed correc-
tion method for this effect (Smit and the Panel for ASOPOS,
2011) is based on the temperature and relative humidity at
laboratory conditions. These have been recorded in De Bilt
for the majority of the flights. In the few cases when these
conditions have not been recorded, they have been estimated
from the meteorological conditions during the preparations
of the sensor. More in general, the equilibrium pump tem-
perature turns out to be about 2 K higher than the room tem-
perature in which the volume calibrator is located (Komhyr
et al., 1995; Smit et al., 2012). As a consequence, the actual
pump flow rate at ground will be larger than the measured
one by a factor of 1.007 and is corrected for accordingly
for both stations. This value is then multiplied in Eq. (2) by
the already mentioned pressure-dependent pump correction
factor CPF, obtained from the laboratory measurements de-
scribed in Komhyr (1986) for SPC (De Bilt), and described
in Komhyr et al. (1995) for ENSCI (Uccle). These two curves
differ by about 1 % at 10 hPa and 3 % at 5 hPa.
Finally, the O3S-DQA initiative recommends not to use
the total ozone normalisation for ECC ozonesondes, but still
to calculate and report the scaling factor when distributing
the data through international databases. It can be used as an
additional quality indicator of the ozone sounding data. Fur-
thermore, although both Uccle and De Bilt switched from
RS80 to RS92 radiosondes and the corresponding change in
the pressure sensor affects the vertical ozone profile (Stein-
brecht et al., 2008; Stauffer et al., 2014; Inai et al., 2015), we
follow the O3S-DQA recommendation to not apply any al-
titude correction to the profile. Additionally, this radiosonde
change also caused a change in the Vaisala interface card and
hence the pump temperature sensor, so that an effect on the
recorded pump temperatures cannot be excluded (see Fig. 2
in Van Malderen et al., 2014, which shows a 2 ◦C decrease
at 700 hPa). Since this effect is not quantified, no correction
can be applied.
2.2.2 The Uccle corrections
In Uccle, after using BM sondes for about 25 years, the
transition was made to ENSCI ECC sondes in 1997. There-
fore, the operational post-flight algorithms at Uccle are de-
veloped primarily to construct a homogeneous time series,
without any break caused by this transition. The details of
these corrections can be found in De Backer (1999) and
are presented in Table 2. The main aim of the correction
strategy is to combine the pump efficiency correction with
the total ozone normalisation, as the latter is required for
BM sondes. Therefore, we will use the acronym PRESTO
(pressure- and temperature-dependent total ozone normali-
sation) for this correction method in the remainder of the pa-
per. This method is operationally applied only at Uccle but
could also be adapted to other ozonesonde site datasets. In
practise, the following steps are taken (see also Table 2). Per-
forming steady-state measurements with BM and ECC son-
des in a vacuum chamber at different pressures and temper-
atures, De Backer et al. (1998a) found that the efficiency of
the miniature pumps is not only a function of pressure but
also dependent on the temperature of the pump, especially
for BM sondes, and the following temperature correction was
derived:
k(T )= a0,0+a0,1 ·T +a1,0 ·log10(p)+a1,1 ·T ·log10(p), (4)
where k(T ) represents the factor by which the time to pump
100 mL (∝ 1/8P in Eq. 2) of air at 20 ◦C must be multiplied
to obtain the time at temperature T (in ◦C), and ai,j regres-
sion coefficients. These factors are visualised for different
pressures and temperatures in Figs. 2 and 3 in De Backer
et al. (1998a) for BM and ENSCI ECC sondes, respec-
tively. Then, based on vacuum chamber steady-state mea-
surements with varying pressure (but now with fixed temper-
ature) of 200 BM sondes and 150 ENSCI sondes, De Backer
et al. (1998b) obtained pump correction factors, CPF, that
are higher than the corresponding standard correction factors
(Komhyr and Harris, 1965; Komhyr et al., 1995, for BM and
ENSCI ECC sondes, respectively). Both sets of the obtained
measurements could be fitted by a similar equation for the
time needed to pump 100 mL of air at pressure p:
t (p)= t (p0)
1+
√
b
p
1+
√
b
p0
, (5)
where p0 the ground pressure and b is a parameter depending
on the sonde type. Inspired by this equation, De Backer et al.
(1998b) proposed the following empirical shape for the pres-
sure dependency of the pump flow rate (equal to the pump
flow correction factor CPF):
CPF(p)= c0
1+
√
b
p
1+
√
b
p0
, (6)
where c0 is the ground calibration factor determined with
a calibrated ozone source (320 µgm−3 running through the
ozone sensor during 10 min) before launch and b is a param-
eter dependent on the performance of the sensor, determined
in such a way that the integrated amount of ozone in the pro-
file (increased with the residual amount of ozone) is equal
to the total ozone measured with a spectrophotometer at the
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same site. In other words, the pump flow correction factor
CPF, determined after the temperature dependency correc-
tion of the pump flow rate in Eq. (4), is adjusted for each
pump individually as to match both the single point calibra-
tion of the ozone sensor at the laboratory and the total ozone
column value measured on site. For completeness, we add
that the residual amount of ozone is calculated with either
the constant mixing ratio assumption or the McPeters and
Labow (2012) satellite climatology, depending on the bal-
loon burst altitude, as prescribed by WMO (1987). When the
ground calibration factor c0 is not available (i.e. before May
1992), the value c0 in Eq. (6) is estimated from a relation
between c0 and the total ozone scaling factor, depending on
the quality of the pumps. Since the movement of the man-
ufacturing company seemed to have resulted in an inferior
quality of the pumps used after April 1989, two different re-
lationships have been determined. Applying this correction
method to both BM and ECC ozonesondes, De Backer et al.
(1998a) could lower the ozone differences of 26 dual sound-
ings at Uccle to within 3 % over almost the entire altitude
range, while Lemoine and De Backer (2001) could reduce
the drift between SAGE II and ozonesondes from −0.51 to
−0.07 %yr−1 between 17 and 22 km with non-significant
values at the 2σ level at all altitudes.
The above described procedure for the pump efficiency
correction and total ozone normalisation makes up the largest
difference with the so-called standard corrections or the O3S-
DQA corrections (for ECC sondes). However, other smaller
differences exist and some additional corrections, especially
for BM sondes, have been developed at Uccle and are applied
operationally there. These are discussed in Appendix A.
2.2.3 The De Bilt corrections
The focus of the 23-year-old ozonesonde programme of the
De Bilt station lies more on the satellite validation and the
Match campaign for the determination of stratospheric po-
lar ozone losses3, rather than the creation of a homogeneous
long-term data record. As a consequence, small changes in
their procedures and data processing have occurred several
times. However, the data from the ozone sensor has been
digitised on board the sonde, and all original raw data are still
available. It is not our purpose to discuss here all changes
that have been made over time but rather to concentrate on
the ones that affect the homogeneity of the data series, also
presented in Table 2.
The most significant changes took place in late 1998, when
the participation of De Bilt in the Match campaign started
and an agreement on standardisation of operating procedures
and data processing was reached among the participating
ozonesonde stations. Therefore, from November 1998 on-
wards, the environmental conditions in the laboratory were
3http://www.awi.de/en/research/research_divisions/climate_
science/atmospheric_circulations/expeditions_campaigns/ozone_
loss_campaigns_match/
recorded, the pump temperature instead of the box (or sensor)
temperature was measured, another pump efficiency correc-
tion table was used (Komhyr et al., 1995 instead of Komhyr,
1986), the background current value was reduced by adopt-
ing a new measurement strategy (see above), and the constant
BGC subtraction was applied.
Most critical for the homogeneity in the De Bilt dataset
is the BGC. Before late 1998, the measured BGC values
were too high (see Fig. 4), so that the BGC subtraction led
to an underestimation of the total ozone column from the
integrated profile with respect to the co-located Brewer in-
strument’s value. Because a pressure-dependent correction
subtracts a smaller BGC through the profile than the sub-
traction with a constant value – the subtracted BGC equals
the measured one at ground pressure and then decreases with
increasing pressure (see Sect. 2.2) – the pressure-dependent
correction with the measured BGC for the period before the
end of 1998 is still preferred. As the BGC values in De Bilt
decreased over time (see Fig. 4), this trend will have an im-
pact on the calculated trends of (in particular tropospheric)
ozone; see Sect. 4. However, the change of the BGC sub-
traction method might also generate an artificial trend in the
ozone profile data series. Furthermore, as an ozone destruc-
tion filter is used for the BGC measurement, a seasonally de-
pendent offset in the ozone profile is a distinct possibility if
the efficiency of this filter is not equal to 100 %. This remark
also applies to the Uccle dataset, where an ozone destruction
filter is used too for measuring IB.
3 Impact on the average ozone profiles
The different possible post-processing steps described in the
previous section all have an impact on the final ozone profile.
In this section, we will quantify these impacts on the average
ozone profiles, first for Uccle and De Bilt separately. There-
after, we will compare the resulting average ozone profiles of
both stations.
3.1 Uccle
As two types of ozonesondes have been used at Uccle, we
will treat them separately in this section.
3.1.1 The BM 1969–1996 time series
To visualise the influence of the different steps in the Uccle
PRESTO corrections on the average ozone profile obtained
by BM sondes, we show in Fig. 5 the relative differences
to the profile obtained by applying only the correction of the
pump efficiency decrease with the standard correction factors
(Komhyr and Harris, 1965). A first thing to note is that apply-
ing the total ozone normalisation by multiplying the profile
with a scaling factor (green curve in Fig. 5) causes a relative
ozone increase of 20–25 % throughout the profile compared
with the reference average ozone profile. This number is in
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Figure 5. Relative differences of the average Uccle ozone profile calculated for different correction strategies with respect to the average
ozone profile obtained by applying the standard pump efficiency correction factors. The average ozone profiles are calculated for the entire
BM 1969–1996 observation period and in layers of 0.5 km height, relative to the tropopause height. For more details, see the text.
agreement with the fact that BM sondes of Uccle are known
to have a typical response equivalent to about 80 % of the
actual ozone amount with total ozone scaling factors in the
range 1.1–1.3 (De Backer, 1999).
The combination of the correction for the pump efficiency
decrease with decreasing pressure and the total ozone nor-
malisation leads to a smaller relative difference in the tro-
posphere (around 10–15 %) and higher relative differences
above the ozone maximum (see black curve in Fig. 5). This
can be explained by the fact that the used pump correction
factors, determined in the vacuum chamber at Uccle, are
higher than the standard correction factors (see e.g. Fig. 2 in
Stübi et al., 2008) and by the redistribution of the total ozone
amount over the entire profile. With our combined method,
layers hardly contributing to the total ozone amount, like the
troposphere, will be exposed to smaller ozone normalisation
scaling factors, as should be obvious from the figure. Ad-
ditionally, the poorer performance of the pump for decreas-
ing temperatures is also corrected for at Uccle. However, as
without any box temperature correction a constant value of
300 K is assumed for BM soundings before 1990, we show
in Fig. 5 (red curve) the combined effect of the contributions
of the temperature dependency of the pump efficiency and
the pump temperature corrections (also the extrapolations
for the period before April 1989; see Appendix A). These
pump temperature effect corrections have a large impact on
the average ozone profile, when we compare with the pre-
viously described correction (black curve), especially in the
upper parts of the atmosphere, where the pump efficiency is
most affected by the lower temperatures and the box temper-
ature deviates most from the 300 K standard value. Of course,
these effects have been shifted over the entire profile by the
redistribution of the total amount of ozone.
The additional corrections included in the operational
PRESTO correction for the 2 first decades of the time se-
ries (see Appendix A) especially affect either the upper part
of the profile (the altitude correction) or the tropospheric
ozone (the SO2 interference and the correction for a nega-
tive background current), resulting in the blue curve in Fig. 5.
With respect to the standard pump correction, the entire set
of operational corrections gives a roughly 30 % ozone in-
crease in the free troposphere and even between 30 and
40 % in the lower troposphere/boundary layer. The impact
of the PRESTO correction is lowest in the lower stratosphere
(around 20 % ozone increase) and increases again from the
ozone maximum to reach again 30 % in the upper parts of
the sounding. The PRESTO post-processing steps have been
developed based on simulation chamber tests, double sound-
ings, and the comparison of ascent and descent profiles and
have been validated against reference satellite data (SAGE II;
Lemoine and De Backer, 2001).
3.1.2 The ECC 1997–2014 time series
For the ECC time series, we again chose to confront the cor-
rected profiles with the standard pump corrected (average)
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Figure 6. Relative differences of the average Uccle ozone profiles calculated for different correction strategies with respect to the average
Uccle ozone profile obtained by applying the standard pump efficiency correction factors. The average ozone profiles are calculated for the
ECC 1997–2014 observation period and in layers of 0.5 km height, relative to the tropopause height.
Uccle ECC profile in Fig. 6. The alternative correction meth-
ods at Uccle produce average profiles within ±2% of this
reference profile, a number even smaller than the estimated
uncertainties for the Uccle ECC profiles (see Fig. 3). These
smaller relative differences compared to the average BM pro-
files shown in Fig. 5 are due to the nearly 100 % response
equivalent of the actual ozone amount of ECC sondes. In-
deed, the total ozone normalisation by simple linear scaling
increases the ozone relatively by less than 1 % throughout
the profile (see green curve in Fig. 6). Consequently, the rel-
ative differences for the average profiles processed by the
Uccle pump efficiency correction method, with a pressure-
dependent total ozone normalisation (in black in Fig. 6), are
within the same range. They increase with decreasing pres-
sure, because the measured pump efficiency correction fac-
tors in the vacuum chamber in Uccle are higher than the stan-
dard correction factors; see e.g. Fig. 2 in Stübi et al. (2008).
Introducing the temperature dependence of the pump effi-
ciency in the corrections (to complete the PRESTO correc-
tion; blue curve in Fig. 6) adds another 1 % relative differ-
ence in the troposphere and the upper stratosphere. For ECC
sondes, the relative differences only due to this correction
(hence applying only Eq. 4, not shown in Fig. 6) increase
from around 0 % in the troposphere to a maximum of 4 % at
balloon burst altitudes.
The Uccle O3S-DQA corrected profile is also included
(grey curve in Fig. 6), and it resembles the chosen refer-
ence most (within ±1 %), as could be expected from meth-
ods using the same standard pump efficiency correction fac-
tors (and applying no total ozone normalisation). The dif-
ference is largest at high altitudes due to the pump tem-
perature correction applied in the O3S-DQA corrections.
The difference between the two correction methods at Uc-
cle (PRESTO and O3S-DQA) is largest in the troposphere
(about 2 %), which can be explained by the redistribution
of the total ozone amount over the entire profile interact-
ing with the pressure- and temperature-dependent pump ef-
ficiency correction. Especially the temperature dependency
correction amplifies the differences with the O3S-DQA cor-
rection (compare the black, blue, and grey curves in Fig. 6),
also at altitudes above the ozone maximum.
3.2 De Bilt
Now we compute for the entire observation period of De
Bilt (1993–2014) the average profiles of the two different
correction strategies: one generated according to the O3S-
DQA guidelines and another one corrected by the De Bilt
operational algorithms (see Table 2). In Fig. 7 (green line),
we compare the vertical profile of the relative differences
between both those average profiles. A first important note
is that the O3S-DQA average profile has smaller ozone
amounts at all altitude levels. The relative differences be-
tween both corrections are smallest at the surface (around
2 %) and at the ozone maximum (around 2 % for around
10 km above the tropopause) and largest at the tropopause
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Figure 7. Relative differences of the average De Bilt O3S-DQA corrected ozone profiles calculated for different periods with respect to the
average De Bilt ozone profile obtained by applying the operational corrections for the same periods. The average ozone profiles are calculated
in layers of 0.5 km height, relative to the tropopause height.
(about 6 %). Above the ozone maximum, the relative dif-
ferences increase to a 4 % at burst altitude. The variation of
these relative differences in altitude is entirely caused by the
differences in the correction and operating procedures before
the end of 1998 (black curve in Fig. 7). From November
1998 on, the MATCH standard operating procedures were
applied in the operational chain at De Bilt, resulting in an
average profile differing by only 2 % at all altitudes with the
O3S-DQA corrected profile for the same period (red curve
in Fig. 7). Before 1998, the large relative differences in espe-
cially the free troposphere (even more than 15 %) can be as-
cribed to the different background current correction strate-
gies applied in the O3S-DQA and operational datasets. In
both cases, the same (relatively high) measured value for the
BGC is used, but this (constant) value is subtracted at all
pressure levels for the O3S-DQA correction and a pressure-
dependent BGC subtraction is applied for the operational
correction. Because the subtracted BGC value decreases with
increasing pressure in the latter case, the O3S-DQA correc-
tion results in lower ozone partial pressures at all pressure
levels. The relative differences between the two average pro-
files are therefore largest in this period at those levels where
the impact of the BGC on the measurements is highest (the
free troposphere; see Fig. 3) and the difference between the
subtracted BGC values is largest (at the lowest pressures;
see Fig. 7). However, because the measured background cur-
rent values are so high before 1998 (see Fig. 4), BGC val-
ues in the range 0.1–0.2 µA correspond to about 3.5–7 ppbv
of ozone at surface and about 25–30 ppbv in the upper tro-
posphere at 200 hPa, which easily can introduce differences
of 15 % or larger when using either a constant (O3S-DQA)
or a pressure-dependent (operational) BGC correction. Near
the ground, both BGC correction methods subtract the same
BGC value, and the differences shown here are due to the
O3S-DQA corrections of the pump flow rate at the ground:
the correction for the humidification effect and the piston
temperature.
3.3 Comparison of Uccle and De Bilt
In this section, we focus on the Uccle–De Bilt average ozone
profile differences. Because the Uccle data series has been
built up with two different types of ozonesondes (BM and
ECC) in 1993–2014 (the time interval of the De Bilt series),
we make the comparison with De Bilt for each type sepa-
rately.
3.3.1 Uccle BM versus De Bilt ECC: 1993–1996
For the comparison of the average profiles of Uccle, gathered
by BM ozonesondes, and De Bilt, we now take the average
profile of the Uccle PRESTO corrected data as the reference
in Fig. 8 instead of the unrealistic non-total ozone corrected
BM profiles used as reference in Fig. 5. The relative differ-
ences between the standard pump corrected average profile
– but now in combination with a total ozone normalisation
by simple linear scaling – with the Uccle PRESTO average
www.atmos-meas-tech.net/9/3793/2016/ Atmos. Meas. Tech., 9, 3793–3816, 2016
3806 R. Van Malderen et al.: Ozonesonde comparisons at Uccle and De Bilt
Figure 8. Relative differences of the average Uccle and De Bilt ozone profiles calculated for different correction strategies with respect to
the average Uccle ozone profile obtained by applying the operational PRESTO correction. The average ozone profiles are calculated for the
1993–1996 observation period, when BM sondes were in use in Uccle, and in layers of 0.5 km height, relative to the tropopause height.
profile (see the green curve in Fig. 8) vary between+15 % in
the lower troposphere and almost −10 % at burst altitudes.
We first concentrate on the Uccle–De Bilt comparison in
the stratosphere. A first thing to note is that the developed
correction algorithms PRESTO in Uccle are able to reduce
the relative stratospheric ozone differences with both De Bilt
corrections mostly to less than about±5 % (see the gold dot-
ted and magenta curves in Fig. 8). The Uccle and De Bilt av-
erage profiles show a very similar vertical ozone distribution
in the stratosphere but with higher ozone partial pressures
(by 2–6 %) for the De Bilt operational corrections (gold dot-
ted curve) and lower (except at the ozone maximum) ozone
partial pressures of at most 5 % for the O3S-DQA corrections
(magenta curve).
In the troposphere, both the De Bilt corrections result in
lower ozone amounts compared to the Uccle PRESTO cor-
rected ozone partial pressures, ranging from 10 to 22 % for
the O3S-DQA and from 2 to 10 % for the operational cor-
rections. With the high measured background currents at De
Bilt, especially during this time period, these large differ-
ences can be expected with either BGC correction method.
For the Uccle BM sondes, no BGC correction was applied.
Another reason for the higher ozone amounts in the tropo-
sphere above Uccle could be the more urban area at Uccle
(Brussels) and consequently higher emissions of ozone pre-
cursors like NOx , methane, CO, volatile organic compounds
(VOCs), etc. However, in this context, we refer again to the
study of Staufer et al. (2014), who found upper-tropospheric
ozone overestimations of up to 25 % for the BM sondes flown
at Hohenpeissenberg, Payerne, and Uccle from 1994 to 1997
compared to the MOZAIC aircraft measurements. In con-
trast, previous intercomparison studies at one site between
BM and ECC ozonesondes reported on lower-tropospheric
ozone measurements by the BM sondes with ranges between
−10 to −20 % at Canadian stations (Tarasick et al., 2002),
−25 % at Australian sites (Lehmann, 2005), ±5 % at Pay-
erne (Stübi et al., 2008), and −3 % at Uccle (De Backer
et al., 1998a). We therefore can conclude that the tropo-
spheric ozone differences between the operational corrected
profiles at Uccle and De Bilt are consistent with literature
reports on BM–ECC comparisons at one site, but with the
opposite sign. Based on 65 quasi simultaneous soundings
at Uccle and De Bilt between December 1992 and August
1995, De Backer et al. (1998b) found significantly higher
BM ozone readings at Uccle from the ground (by more than
20 %) up to 300 hPa. It should, however, be noted that the
operational correction of BM sondes in use at that time was
the standard pump correction with simple scaling for the to-
tal ozone normalisation (i.e. the green curve in Fig. 8). As
a consequence, the differences obtained here for the entire
samples at Uccle and De Bilt between 1993 and 1996 are
very similar to the ones of this earlier study.
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Figure 9. Relative differences of the average Uccle and De Bilt ozone profiles calculated for different correction strategies with respect to
the average Uccle ozone profile obtained by applying the operational PRESTO correction. The average ozone profiles are calculated for the
1997–2014 observation period, when both stations were using ECC ozonesondes, and in layers of 0.5 km height, relative to the tropopause
height.
3.3.2 Uccle (Z-ECC, 0.5 %) versus De Bilt (SPC ECC,
1 %): 1997–2014
In this section, we compare the average profiles during the
time period in which both stations launched ECC ozoneson-
des, although different types and with different SSTs. We
therefore refer to Fig. 9. The most striking feature in this
figure is the apparent dependency of the relative De Bilt dif-
ferences with the Uccle PRESTO corrected average profile
(magenta and gold dotted curves) on the measured ozone
concentrations. Indeed, the relative differences are closest
to 0 at the ozone maximum altitudes (see the Uccle average
ozone profile in Fig. 3) and most distinct from 0 at the lay-
ers with the lowest ozone amounts (upper troposphere and
upper range of the stratosphere). In particular, at burst alti-
tudes, the relative differences between the Uccle and De Bilt
ozone partial pressures can amount to up to 10 %, indepen-
dently of the used correction method. Of course, measuring
the ozone concentrations above 25 km is the most challeng-
ing for ozonesondes due to e.g. the pump efficiency decrease
and the evaporation of the sensing solutions, but this num-
ber exceeds substantially the quoted 3 % difference at 5 hPa
between the standard pump efficiency factor used at De Bilt
and Uccle for the O3S-DQA corrections. The agreement be-
tween the Uccle and De Bilt average ozone profiles in the
lower stratosphere is fairly good, around 5 % at most. A rel-
ative difference around 5 % is achieved for the troposphere,
somewhat less for the boundary layer (2–5 %), and some-
what more for the upper troposphere (5–9 %), depending on
the applied correction method. The agreement between the
tropospheric ozone measurements at both sites is better com-
pared to the Uccle BM period (compare Figs. 8 and 9) and
similar (within ±5 %) in the stratospheric layers below the
ozone maximum, but it is worrying that the ECC measure-
ments at both sites have, in the mean, higher ozone discrep-
ancies in the upper altitude levels reached by the balloons
with respect to the BM–ECC comparisons in 1993–1996.
To interpret those relative ECC ozone differences between
Uccle and De Bilt, it might be easier to translate those in
terms of the average ozone profile at both sites, and there-
fore, from Fig. 9, it can be inferred that higher tropospheric
ozone amounts are measured at Uccle than at De Bilt, but
lower ozone concentrations in the lower stratosphere. On av-
erage, the ozone maximum is located at lower altitudes at
De Bilt than at Uccle, and above the ozone maximum the
Uccle ozonesondes measure higher ozone amounts than the
De Bilt ozonesondes. These differences in the average verti-
cal ozone distribution between both stations apply only for
the ECC period (compare Fig. 9 with Fig. 8), but in par-
ticular also for the periods in which both stations were us-
ing the same radiosonde type (RS80: 1997–November 2005;
RS92: September 2007–2014). Therefore, those differences
between Uccle and De Bilt do not seem related to an off-
set in the radiosonde pressure measurements between both
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sites, as was thoroughly checked. In contrast, differences in
balloon ascent rates at both sites, on average 5.6 m s−1 for
De Bilt and 7.5 m s−1 for Uccle for the 1997–2014 period,
might affect the vertical ozone profile measurements, taking
the ECC sensor response time of 20–30 s into account (Smit
and Kley, 1998). Higher balloon ascent rates will therefore
result in measuring the ozone maximum at higher altitudes
(40–60 m with the average ascent rates quoted here) and in
obtaining higher ozone concentrations at the upper strato-
sphere, where the ozone concentrations are decreasing with
height above the ozone maximum. This is exactly what is
observed when comparing the Uccle data with De Bilt. The
higher tropospheric ozone amounts measured at Uccle than
in De Bilt can be explained by the fact that the subtracted
BGC values in Uccle (before exposure to ozone) are smaller
than those measured (after exposure to ozone) and subtracted
in De Bilt. However, different tropospheric ozone concentra-
tions at Uccle and De Bilt might also be expected due to dif-
ferent environmental conditions, especially in the boundary
layer (a hint is given in Fig. 2).
As the differences in the average vertical ozone distribu-
tion between both stations show some seasonal (as can be
expected from Fig. 2) and interannual variability, geophysi-
cal differences between both sites cannot be completely ruled
out as a possible cause. For example, we analysed the ver-
tical temperature distribution obtained from the radiosonde
measurements (also for the different types separately) at both
sites. At all altitudes, we observed higher temperatures in
Uccle than in De Bilt, with e.g. relative differences around
2 % in the 25–30 km altitude range. These higher temper-
atures above Uccle in these layers might be linked to the
higher ozone amounts measured there, compared to De Bilt.
Moreover, from the ozone climatology obtained by merging
ozone profile data of ozonesonde measurements with data
from Aura MLS (McPeters and Labow, 2012), we calculated
the monthly gradients (in kilometres per degree) of the ozone
maximum altitude for the 40–60◦ north latitude band. We
found a clear seasonal cycle in the ozone maximum altitude
gradients between Uccle and De Bilt and differences in the
altitudes of the ozone maximum of the order of 0.7 km can
be expected. This corresponds with the observations in our
datasets as discussed above.
Finally, we focus on whether or not the uniform O3S-DQA
corrections for the Uccle and the De Bilt stations result in a
closer agreement of their average profiles. The relative dif-
ferences between the two correction methods at De Bilt (in
magenta and gold dotted in Fig. 9) vary between 2 and 4 %,
with the larger value for the upper troposphere–lower strato-
sphere (UTLS) region. Based on Fig. 9, we can conclude that
only for the lower stratosphere, the layers below the ozone
maximum, the O3S-DQA corrections effectively reduce the
relative differences between the Uccle and De Bilt ozone
partial pressures. In the troposphere, the O3S-DQA correc-
tions enhance the relative differences compared to the opera-
tional correction methods at Uccle and De Bilt. In the upper-
stratospheric layers, the O3S-DQA correction at De Bilt in-
creases the differences with Uccle, but the opposite is true
for the O3S-DQA correction at Uccle. So, we must conclude
that the homogenisation of the correction methods did not
give an overall closer agreement between the ozone profile
measurements at Uccle and De Bilt.
4 Impact on the vertical ozone trends
In this section, we will study the long-term time behaviour
of the Uccle and De Bilt ozone series, which span different
time periods. Therefore, we subtract the average annual cycle
shown in Fig. 2 from the monthly mean time series in Fig. 1
to create the monthly anomaly time series of the different
atmospheric layers (see Fig. 10). It is clear from this figure
that the calculated ozone trends depend on the considered
atmospheric layer, time period, and station. Moreover, here
we will analyse the impact of the different correction strate-
gies on the resulting vertical ozone trends, for different peri-
ods. To determine these trends, we first calculate the monthly
anomalies of ozone partial pressures in layers of 1 km height,
relative to the tropopause height. Then, for each of these lay-
ers, (robust) trends are estimated from the monthly anomaly
time series by simple linear regression, as is also done in
Fig. 10. We did not apply a multiple linear regression model
(e.g. Harris et al., 2015) to calculate trends, because the fo-
cus is here on differences between trends rather than on the
trend values themselves. Compared to the average ozone pro-
file calculation, we chose a lower vertical resolution because
the trend estimation is more sensitive to the number of avail-
able measurements per layer. Nevertheless, we stress that the
results are comparable when using the identical vertical res-
olution as for the average profiles.
4.1 The Uccle BM time series: 1969–1996
We first concentrate on the Uccle BM dataset, extending
from 1969 to 1996. For the different correction steps present
in Fig. 5, the estimated relative trends are shown in the same
colour coding in Fig. 11. A first thing to note is that, although
the relative differences between the standard pump corrected
and simple total ozone normalised average profiles were in
the range of 20–25 % (see Fig. 5), the differences in the ver-
tical trends calculated from both sets of corrected profiles are
very small (0–2 %decade−1; see the green and cyan curves in
Fig. 11). These trends are strongly positive in the troposphere
(between +20 to more than 40 %decade−1) and negative in
the stratosphere (except in the lowermost stratosphere), with
the lowest values around −10 %decade−1. Moreover, com-
bining the correction for the pump efficiency decrease as a
function of pressure with the total ozone normalisation (black
curve in Fig. 11) also hardly affects the resulting vertical
trend values compared to the previous two corrections. As a
consequence, these different correction strategies do not in-
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(a)
(b)
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Figure 10. Monthly anomalies of integrated ozone amounts in DU above Uccle (black) and De Bilt (green) for different parts in the atmo-
sphere: (a) stratosphere (h > tropopause height), (b) free troposphere (3 km< h < tropopause height), and (c) boundary layer (0–3 km). The
monthly anomalies were calculated for each station by subtracting from every monthly mean the long-term monthly mean over the period
1998–2008. The linear regression lines are also drawn, and their slopes are used to calculate the trends (in %decade−1; left for Uccle, right
for De Bilt), together with their 2σ uncertainty estimates. Red lines are used for positive trends, blue lines for negative trends. A full line
denotes a statistically significant trend. The statistical significance of the trends is investigated by Spearman’s test.
troduce a large time dependency with respect to one another
and therefore seem to have been consistently applied through
the entire BM dataset.
The pump (or box) temperature measurement changed
over the BM time period and we found a quality change of
the styrofoam boxes and pumps in 1989. Those corrections
(see Appendix A), in combination with the corrections for the
temperature and pressure dependency of the pump efficiency
(see the red curve in Fig. 11), therefore give significant trend
differences with the correction algorithms described so far:
the ozone trend estimates are reduced at all altitudes (even by
10 %decade−1 in the troposphere) because of the total ozone
redistribution throughout the profile, except above the ozone
maximum where these corrections have the largest impact
and the ozone trends increased. The whole set of PRESTO
corrections further downsizes the tropospheric ozone trends
significantly (see the blue curve in Fig. 11) due to the so-
called negative background current correction for BM sondes
preconditioned before October 1981 (which will add tropo-
spheric ozone to the profiles) and due to the correction for the
SO2 interference on the ozone soundings at Uccle (stronger
in the beginning of the time period because of larger SO2
amounts). The change in the vertical profile of the PRESTO
stratospheric ozone trends with respect to the previous sets of
corrections can be explained by the altitude correction, which
is also applied only in the years before 1990.
These final trends are shown in Fig. 11 together with their
trend uncertainty estimates. In the stratosphere, these trends
are fairly constant and consistent with altitude, with values
in the interval −4 to −6 %decade−1, and statistically signif-
icant at all altitudes (except just above the tropopause). This
trend estimate is somewhat at the high end range compared
with the ozone trends (ranging from −5 to +1 %decade−1)
derived from different satellite records, ozonesonde, and
Umkehr sites for the period 1979–1997 and the 35–60◦ N
latitude band (see Fig. 4 in Harris et al., 2015). In the tropo-
sphere, the ozone trends are significantly positive and range
from +3 to +8 %decade−1 at the ozone minimum (UT). If
the gradient in the tropospheric vertical trends is real, this
might point to an increase of stratospheric intrusions during
the 1969–1996 time period.
4.2 The common ECC time series: 1997–2014
Now we concentrate on the time period in which both the
Uccle and the De Bilt station are using ECC ozonesondes, al-
though produced by a different manufacturer. First, we note
from Fig. 12 that the different correction methods used at
Uccle only have a minor impact on the calculated trends:
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Figure 11. Vertical distribution of the linear relative trends for different correction strategies applied to the Uccle ozonesonde data for BM
time period (1969–1996). The trends are estimated for layers of 1 km height, relative to the tropopause height. The error bars denote the 2σ
standard errors of the linear regression slope determination after applying all profile corrections and can be considered as a rough estimate
of the trend uncertainty.
the trend differences with the standard pump correction are
within ±1.5 %decade−1, the largest differences occur in the
stratosphere. The trends calculated from the O3S-DQA cor-
rections (in grey in Fig. 12) are lowest at all altitudes, max-
imal by 3 %decade−1 in the (upper) stratosphere in compar-
ison with the operational corrections. This can be explained
by the use of different pump efficiency corrections factors,
the additional O3S-DQA correction for the pump tempera-
ture and the PRESTO total ozone normalisation.
The two different correction methods for the De Bilt
profiles (in magenta and gold dotted in Fig. 12) have
very similar stratospheric trend profiles, in the upper- and
lower-stratospheric parts as well. The differences in trends
are larger in especially the upper troposphere, even up to
4 %decade−1, due to the differences in background current
treatment before November 1998. If we consider only the pe-
riod from 1999, the trend differences between the two correc-
tions at De Bilt nowhere exceed 1 %decade−1. For the 1997–
2014 period, at all altitude levels, the O3S-DQA corrections
result in higher relative trends for De Bilt, exactly the oppo-
site as for Uccle. As a consequence, only in the lower strato-
sphere and in the lower part of the free troposphere, the O3S-
DQA corrections bring the Uccle and De Bilt trend estimates
closer to one another (compare the grey and magenta lines
in Fig. 12). However, throughout whole the vertical profiles,
the O3S-DQA trends for Uccle and De Bilt lie within each
error bars and could therefore considered as not significantly
different.
The O3S-DQA trends at Uccle and De Bilt are also only
in the troposphere significantly different from 0 for the con-
sidered time period, and they lie in the range +3 to +7 or
+12 %decade−1, which is more or less the same range as
the Uccle tropospheric ozone trend values for the 1969–1996
time period. In the stratosphere, the PRESTO correction at
Uccle (in blue) leads to significant positive trends from about
5 to 15 km above the tropopause (error bars are not shown
here) and hence also at the altitudes of the ozone maximum.
The finding that the applied correction method determines
whether the ozone trend is significantly positive or not is
important in present-day ozone research. Indeed, the begin-
ning of the period 1997–2014 coincides with the midlatitude
stratospheric peak values of the equivalent effective strato-
spheric chlorine (EESC) abundance (see e.g. Fig. 1-22 in
WMO, 2014). The EESC is a sum of chlorine and bromine
derived from ODS tropospheric abundances weighted to re-
flect their potential influence on ozone. Because the EESC
had already returned 38–41 % from its peak value by the
end of 2012 (WMO, 2014), a major issue in current ozone
research is whether the onset of ozone recovery can be de-
tected. Our study demonstrates that, at least for measure-
ments with ozonesondes, caution is needed before qualify-
ing a (statistically) significant ozone increase as the onset of
ozone recovery. Compared to the satellite upper-stratospheric
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Figure 12. Vertical distribution of the linear relative trends for different correction strategies applied to the Uccle and De Bilt ozone data for
the 1997–2014 time period, in which ECC sondes were used at both stations. Trends and error bars are calculated as in Fig. 11.
Figure 13. Vertical distribution of the linear relative trends for different correction strategies applied to the Uccle ozone data for the entire
time record 1969–2014. Trends and error bars are calculated as in Fig. 11.
ozone trends for the 35–60◦ N latitude band and the period
1998–2012 (Fig. 6 in Harris et al., 2015), the trends for the
Uccle and De Bilt stations are also more positive.
4.3 The entire Uccle time series: 1969–2014
Because the entire Uccle ozonesonde dataset spans such a
long time period, we want to end this section with the de-
www.atmos-meas-tech.net/9/3793/2016/ Atmos. Meas. Tech., 9, 3793–3816, 2016
3812 R. Van Malderen et al.: Ozonesonde comparisons at Uccle and De Bilt
scription of the trends calculated for this 45+-year time pe-
riod. In the beginning of this period, all PRESTO algorithms
were in use and therefore have a large impact on a trend esti-
mation based on simple linear regression. As a matter of fact,
the impact of the different parts of the PRESTO corrections
on the trend values, shown in Fig. 13, is very similar as for
the BM period only (see Fig. 11) and will therefore not be
discussed again. The only notable exception is the large dif-
ference between the trends estimated from the profiles cor-
rected only by the standard pump efficiency profiles (cyan
curve) and corrected by simple linear total ozone normalisa-
tion (in green): the total ozone normalisation is responsible
for a relative trend decrease by 6–7 %decade−1 in the strato-
sphere, thereby inducing negative trends in the bulk of the
stratosphere, and by around 5 %decade−1 in the troposphere.
Since this total ozone normalisation corrects for the lacking
total ozone response equivalent by the BM sondes at the be-
gin of the period, while the ECC ozonesondes have a nearly
full total ozone response equivalent, it is clear that the ozone
concentration trends will be smaller after this correction.
The final trends, obtained after executing the whole set
of PRESTO post-processing algorithms, are also shown in
blue in Fig. 13, together with their trend uncertainty esti-
mates. These resulting trends are even more fairly constant
and consistent over the two different atmospheric layers con-
sidered here in comparison to the time period 1969–1996: the
ozone concentrations increased at a rate of 2–3 %decade−1
throughout all the troposphere, and they decreased at a rate
of 1–2 %decade−1 throughout the stratosphere from 1969 to
2014. Taking the calculated uncertainties into account, these
trends are significant at almost all altitude levels. So, al-
though some corrections applied in the PRESTO chain are
based on extrapolations for the beginning of the record, it
is reassuring that the vertical trend profile only shows a mi-
nor dependency on the altitude level within either the strato-
sphere or the troposphere. The trend estimates have the same
sign as in the 1969–1996 time period but are more modest.
This is a consequence of the positive ozone trends for the
1997–2014 time period. When considering the entire time
period, the tropospheric ozone trends are also smaller than
for the two considered subperiods.
5 Conclusions
For the nearby stations of Uccle and De Bilt, we calcu-
lated average profiles and vertical trend estimates from both
the operational and internationally agreed O3S-DQA correc-
tions. Because typical horizontal ozone correlation lengths
are generally much longer than the distance between both
stations, except in the boundary layer, and because the time
separation between the launches at those stations is at most
1 day, the comparisons of the average profiles and trends
should enable us to investigate the impact of the correction
strategies on the ozone profiles and resulting trends.
In Uccle, where the time series is built up with both BM
and ECC ozonesondes, the main feature of the operational
PRESTO correction is the combination of a pressure and
temperature-dependent pump efficiency correction with the
total ozone normalisation. For the BM 1969–1996 time pe-
riod, the operational corrections result in a relative ozone in-
crease between 20 and 30 % in the average profile with re-
spect to the standard pump efficiency corrections due to the
typical BM response being only equivalent to about 80 %
of the actual ozone amount. For ECC ozonesondes (1997–
2014), the different correction strategies produce average
profiles within±2 % of this reference. In particular, the O3S-
DQA correction for ECC ozonesondes adds about 2 % ozone
at the tropospheric levels compared to the operational correc-
tion, whereas above the ozone maximum the reverse is true,
but now with an amount around 1 %. For the De Bilt time se-
ries (1993–2014), the O3S-DQA average profile has smaller
ozone amounts at all altitude levels. Here, the largest rela-
tive differences are obtained in the UTLS (about 15 %) in the
period before November 1998, when different background
current subtractions have been applied for both corrections.
When comparing the average profiles of Uccle
and De Bilt, we conclude that, independently of the
(operational/O3S-DQA) correction algorithms applied,
higher tropospheric ozone concentrations are measured at
Uccle than at De Bilt, which might be ascribed to both
instrumental (overestimation of the tropospheric ozone read-
ings by Uccle BM sondes and higher background currents
subtracted at De Bilt for the ECC sondes) and natural (more
polluted area at Uccle) origins. The highest absolute differ-
ences are found in the upper troposphere (more than 20 %
for the Uccle BM period 1993–1996 and almost 10 % for the
ECC period 1997–2014, in both cases with respect to the De
Bilt O3S-DQA corrections), where the ozone concentrations
are lowest and the relative uncertainty of the background
current dominates the overall ozone measurement relative
uncertainty. In the lower-stratospheric layers, the relative
differences between the ozone amounts in the average
profiles at Uccle and De Bilt do not exceed ±5 %, both
for the Uccle BM period (sign depending on the correction
method applied) and the ECC period (higher ozone amounts
are present in De Bilt). Above the ozone maximum, the
Uccle–De Bilt relative ozone differences fall in the same
±5 % range for the Uccle BM period, but increase with
height for the ECC period and can amount to up to 10 % at
burst altitudes, independently of the used correction method
and the radiosonde type used. The reason for these larger
discrepancies is not completely clear to us but the higher
ascent rates at Uccle certainly strengthen the observed
tendency, and geophysical differences between both sites
cannot be completely ruled out either. As a matter of fact, the
average vertical temperature distributions show differences
up to 2 % above Uccle and De Bilt. For the assessment of the
O3S-DQA corrections for ECC ozonesondes at both sites,
we can conclude that those effectively reduce the relative
Atmos. Meas. Tech., 9, 3793–3816, 2016 www.atmos-meas-tech.net/9/3793/2016/
R. Van Malderen et al.: Ozonesonde comparisons at Uccle and De Bilt 3813
differences between Uccle and De Bilt only in the lower
stratosphere (below the ozone maximum), compared to the
differences between the operational corrections in use at
both sites.
Despite their large impact on the average ozone profiles,
the different (meaningful) correction strategies do not change
the ozone trends significantly, usually only within their sta-
tistical uncertainty due to atmospheric noise. For the entire
Uccle time period 1969–2014, the operational corrections
result in a fairly constant and consistent trend over the tro-
posphere (+2 to +3 %decade−1) and stratosphere (−1 to
−2 %decade−1). These trend estimates are more moderate
than the ranges found for the Uccle BM period 1969–1996,
which are +3 to +8 and −4 to −6 %decade−1 for the tro-
posphere and stratosphere, respectively, but are all statisti-
cally significant. The fact that those trend estimates have
such a narrow range in either the stratosphere or the tropo-
sphere gives us confidence in some additional PRESTO cor-
rections that are based on extrapolations for the beginning of
the record. Finally, for the period 1997–2014, the trends are
significantly positive at both stations in the troposphere, with
ranges from +3 to +8 %decade−1, and not significantly dif-
ferent from each other at both stations. In the stratosphere,
the sign of the ozone trend depends on the station and on the
correction method applied, and therefore caution is needed
before qualifying a (statistically) significant ozone increase
(e.g. between 15 and 25 km at Uccle for the PRESTO cor-
rected profiles) as the onset of ozone recovery. The Uccle
trends calculated from the O3S-DQA corrections are lower at
all altitudes, maximum by 3 %decade−1 in the (upper) strato-
sphere, in comparison with the operational correction trends.
For De Bilt, the opposite is true, with the largest differences,
by about the same amount, in the upper troposphere. There-
fore, only in the lower stratosphere and in the lower part of
the free troposphere do the O3S-DQA corrections bring the
Uccle and De Bilt trend estimates closer to one another.
6 Data availability
The operationally corrected ozone sounding data at Uccle
and De Bilt are publicly available at the World Ozone and
Ultraviolet Radiation Centre (WOUDC, http://www.woudc.
org), operated by Environment Canada, Toronto, Ontario,
Canada, under the auspices of the World Meteorological Or-
ganization, and at the Network for the Detection of Atmo-
spheric Composition Change (NDACC, http://www.ndacc.
org). The O3S-DQA corrected ozone sounding data at both
stations can currently be obtained upon request from the au-
thors, but will be made available via the above-mentioned
channels in the near future, as part of the international O3S-
DQA activity.
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Appendix A: Additional minor corrections for BM
ozonesondes in PRESTO
Here, we give an overview of some additional, minor correc-
tions that are included for BM sondes in the Uccle PRESTO
correction method. For the BM sondes, no correction for the
background current is made (IB = 0). However, before Oc-
tober 1981, the ozone concentrations imposed to the sen-
sor during the preconditioning phase in the laboratory were
much lower than recommended (WMO, 1987), causing too
low ozone concentrations in the lower-tropospheric ascent
profiles, as found by comparing the ascent to descent ra-
tios of ozone profiles before and after that date (De Backer,
1994). Therefore, a pressure-dependent amount of ozone par-
tial pressure is added to the ascent profiles from ground to
70 hPa, as proposed by De Backer (1999), which can be in-
terpreted as a correction for “a negative BGC caused by im-
purities in the sensor”.
The introduction of Vaisala radiosondes in 1990 allowed
the measurement of the temperature in the styrofoam box
containing the ozone sensor pump (“box temperature”).
Since December 1998, the pump temperature TP is measured
with a thermistor in a hole in the pump. For the ECC sondes,
this measured value (either box or pump temperature) is used
in Eq. (2). For the BM sondes launched after 1990, we use
the measured box temperature as an approximation of TP in-
stead of a recommended fixed value of 300 K (WMO, 1987),
which is known to produce an overestimation of the ozone
partial pressure of about 8 % near the burst altitude. From
May 1989 to December 1989, the mean box temperature as
derived from the soundings during 1990 and 1991 is used. As
the insulating capacity of the styrofoam boxes used before 28
April 1989 was higher, a modified average box temperature
profile is used for this period, with a slower temperature de-
crease adjusted to reach the measured 7 ◦C at 10 hPa (instead
of 3 ◦C thereafter).
With the replacement of the VIZ radiosondes by Vaisala
radiosondes in 1990, the accuracy of the pressure measure-
ments increased substantially, which has an impact on the
(BM) ozone profile measurements. At Uccle, between 1985
and 1989, more than 450 soundings were used to calculate
the differences between the altitudes from the VIZ radioson-
des and the altitudes deduced from the tracking of the bal-
loon train with a primary wind-finding radar (De Muer and
De Backer, 1992). They showed that a systematic bias of up
to 1.5 km was present near the top of the soundings, caused
by the slow response time of the VIZ pressure sensor. Fur-
thermore, the differences seemed to have changed during the
campaign period, probably due to an additional calibration
error in the period 1985–1988. Consequently, different al-
titude corrections have been made for these different peri-
ods; see De Backer (1999). For the period before 1985, when
no radar information is available, the more conservative al-
titude correction of the period 1988–1989 is applied. Al-
though smaller differences between the radar and Vaisala al-
titudes were observed during a small campaign in the period
September–December 1989, no altitude correction is made
for this type of sonde.
The electrochemical sensors of both BM and ECC
ozonesondes are also sensitive to other atmospheric trace
gases, such as SO2. The decrease in the ozone readings of
BM sondes is proportional to the SO2 concentration with a
proportionality factor of 1, within the limits of uncertainty
(De Backer, 1999, and references therein). However, the to-
tal ozone measurements with a Dobson spectrophotometer,
used for the total ozone normalisation of the ozone profile
when available (before 2009), also suffer from interference
with SO2 (De Muer and De Backer, 1993). Since Uccle is
located near the large urban area of Brussels, it has been af-
fected by SO2 contamination in the 1970s (the beginning of
the time series), but the SO2 levels in the lower-troposphere
decreased rapidly in the 1970s and to a lesser extent in the
1980s. Therefore, without a correction for the SO2 interfer-
ence, a fictitious (Dobson) total ozone trend has been induced
(De Muer and De Backer, 1993) and the lower-tropospheric
ozone trends calculated from the BM sondes would be over-
estimated. Therefore, for Uccle, corrections for the SO2 in-
terference on the BM ozone soundings (and on the Dob-
son spectrophotometer) are applied (De Backer, 1994, 1999),
making use of the in situ measurements of the SO2 density
near the ground in the urban area of Brussels (and even at Uc-
cle itself). Since the Z-ECC sondes were not used in Uccle
before 1996, when the SO2 concentrations in Brussels had al-
ready stabilised at low values, the impact of these concentra-
tions on the ozone soundings is negligible and no correction
for SO2 needs to be applied to the ozone profiles obtained
with this type of sensor.
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